Pursestring complication using the Auto Suture Company PREMIUM CEEA stapling device.
Detachment of the anvil when using the Auto Suture Company PREMIUM CEEATM stapling device is described. This may be avoided by not double-looping the pursestring around the bowel and by not tying the pursestring too tightly.